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Certificate of calibration 
 

----------------------------------------------------------------------------------------------------------------------------- ------------------------ 

 

Calibrated equipment details 
 

Instrument manufacturer:  Dateq B.V. 

Instrument type:   DCM-6 & DCM-6A 

Description:   Class 1 measurement microphone and Class 1 Preamp 

 

Serial number:   ___  ___  ___  ___  ___  ___  ___  ___  ___  ___ 

 

Production date:   ___  ___  ___  ___  ___  ___  ___  ___  ___  ___ 

 

----------------------------------------------------------------------------------------------------------------------------- ------------------------ 

 

Calibration procedure 
 

The instrument with above serial number has been calibrated using techniques were applicable for calibration procedures as 

described in the latest revision of International standards: IEC61672-1 - IEC61672-2 - IEC60651 - IEC60804 - IEC61260 - 
IEC60942 - IEC61252 - ANSIS1.4 - ANSIS1.11 - ANSIS1.43- AFNOR class 2a and 2b NFS 31-122 - décret 98-1143 and 

DIN45680_1997. All calibration procedures were carried out by substituting the microphone capsule with a suitable electrical 
generated acoustical signal, apart from the electric line level signal. 

 

----------------------------------------------------------------------------------------------------------------------------- ------------------------ 

 

Calibration standard 
 

The instrument with above serial number detailed in this document was calibrated to match the calibration and testing laboratory 

standard and design specifications as used by Dateq B.V. 

 
Calibration equipment: 

Audio microphone signal source:  Brüel & Kjær sound level calibrator  

Type: 4230 sn:1102808 
Audio microphone signal reference: Brüel & Kjær Class 1 sound level meter  

Type: 2232 sn:1777899 

Microphone type:   Dateq DCM-6 
Microphone reference type:  Brüel & Kjær Class 1 measurement microphone 

    Type: 4176 sn:1770346 

 

 

----------------------------------------------------------------------------------------------------------------------------- ------------------------ 

 

 
Calibrated by:     _________________ 

 

 

 

Calibration date:     _________________ 

 

 
 

 

  
  

 

This calibration certification is valid for 12 months from the date above. 

 

 

----------------------------------------------------------------------------------------------------------------------------- ------------------------ 
 
 

 

 
Calibration certification was granted in laboratory setup. Installed devices may need independent manual recalibration depending on local 

environment, microphone placement or local law. This certificate may be used for reference purposes only.   


